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Bacterial infections are a leading cause of morbidity and mortality worldwide. In spite of great advances in biomaterials research
and development, a significant proportion of medical devices undergo bacterial colonization and become the target of an implant-
related infection.We present a review of the twomajor classes of antibacterial nanostructuredmaterials: polymeric nanocomposites
and surface-engineered materials. The paper describes antibacterial effects due to the induced material properties, along with the
principles of bacterial adhesion and the biofilm formation process. Methods for antimicrobial modifications of polymers using a
nanocomposite approach as well as surfacemodification procedures are surveyed and discussed, followed by a concise examination
of techniques used in estimating bacteria/material interactions. Finally, we present an outline of future sceneries and perspectives
on antibacterial applications of nanostructured materials to resist or counteract implant infections.
1. Introduction
There is an enormous need today for antimicrobial agents or
coatings able to prevent material surfaces from colonization
bymicroorganisms and periprosthetic tissues from infection.
The increasing development of bacterial resistance to the
most powerful antibiotics and the high rate of nosocomial
infections are of great concern [1], since microbial contami-
nation is a serious issue involving multiple spheres, including
the health care and biomedical industries, water purification
systems, and food packaging and storage. By way of exam-
ple, each year about two million people acquire bacterial
infections in American hospitals, with 90 000 yearly deaths
[2]. Another pertinent fact is that almost half the people in
developing countries suffer from water-related diseases, and
more than three million people die annually from illnesses
associated with unsafe drinking water due to the lack of
disinfection.TheEuropeanAntimicrobial Resistance Surveil-
lance System (EARSS) reported the prevalence ofmethicillin-
resistant Staphylococcus aureus (MRSA) in at least 10% of all
S. aureus-associated infections in most European countries,
rising as high as 40% to 50% in some cases, with a signif-
icant increase between 1999 and 2002 in Austria, Belgium,
Germany, and the UK [3].
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Figure 1: Schematic view of the two approaches applied in our laboratory to develop engineered nanostructured polymericmaterials for anti-
bacterial applications.
These alarming numbers underscore the importance of
broad-range antimicrobial agents for infection prophylaxis in
orthopedic trauma surgery. In response, numerous antimi-
crobial agents have been developed that can effectively inhibit
the growth of microorganisms [4]. After the improvements
achieved during the last few decades in terms of aseptic
techniques, control of environment sterility, perioperative
antibiotic prophylaxis, and anti-infective biomaterials have
progressively become a primary strategy to prevent medical
device-associated infections [5, 6]. The characteristics that
antibacterial biomaterials should ideally possess are therefore
diverse, while the required potency and spectrum of activity
must reflect the risk rate and the etiology of infections
under specific circumstances of use [7]. Furthermore, while
antibacterial biomaterials are utilized for the construction of
medical devices to be endowed with anti-infective adjunctive
bioactive properties, ultimately determining their resistance
to infections, they can also be employed to deliver medical
substances, whose primary scope is the prevention, treat-
ment, or reduction of infections, thus further widening the
fields of application [8].
Hence, research concerning the development of antimi-
crobial polymers represents a great challenge for both the aca-
demic world and industry. Antimicrobial polymers can help
to prevent biofilm development and to solve the problems
associated with the use of conventional antimicrobial agents,
such as residual toxicity, short-term antimicrobial activity,
and development of resistant microorganisms.
Nanostructured materials with good antibacterial prop-
erties and biocompatibility/environmental safety have also
been attained [7, 9–11]. Although the design and development
of biomaterials have significantly advanced over the past
decade, great challenges remain for fundamental exploration
and practical applications.
With the advent of nanotechnology, an attempt wasmade
to replace the biocides from antimicrobial paints with various
nanosized substances such as zinc oxide, titanium dioxide,
and silver [9, 12–14]. The application of nanotechnology con-
cepts tomedicine joins two large cross-disciplinary fieldswith
an unprecedented societal and economical potential arising
from the natural combination of specific achievements in
the respective fields. The common basis evolves from the
molecular-scale properties relevant to the two fields. The
application of nanoscaled materials and structures, usually
ranging from 1 to 100 nanometers (nm), is an emerging area of
nanoscience and nanotechnology [15]. Nanomaterials often
show unique and considerably changed physical, chemical,
and biological properties compared to their macroscaled
counterparts. They may provide solutions to technological
and environmental challenges in the areas of solar energy
conversion, catalysis, medicine, and water treatment [9].
Moreover, functional nanocomposites with desired proper-
ties can be tailored by incorporating specific nanomaterials
and/or nanoparticles into the selected polymer matrix [10,
16, 17], while surfaces can be engineered by using different
surface modification methods or coatings [9, 18].
The aim of this paper is to bring attention to the evolu-
tion and potentiality of emergent active nanocomposite and
surfacemodification approaches in antibacterial applications.
Figure 1 shows a schematic view of the two approaches used
to develop engineered nanostructured polymeric materi-
als for antibacterial applications: nanocomposites based on
biodegradable polymers and antimicrobial nanostructures
with potential application in tissue engineering and surface
modifications based on plasma treatment in order to induce
specific surface topography that affects the microbial vitality.
The focus of this review is on the relevant polymeric
nanocomposite materials for antimicrobial applications
(polymers, organic/inorganic nanostructures, and matrices)
and the nanostructure interaction, including strategies for
engineering surface in terms of modifications. Before intro-
ducing the antibacterial, nanostructuredmaterials developed
by using two different nanotechnological approaches, we will
briefly review the mechanism of bacterial adhesion and
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Figure 2: Phase one of bacterial adhesion consists in the initial attraction of the cells to the surface through the effects of physical forces.These
physical interactions are further classified as long-range interactions (nonspecific, distances >50 nm between cells and surfaces) and short-
range interactions (distances <5 nm, with involvement of hydrogen bonding, ionic and dipole interactions, and hydrophobic interactions).
biofilm formation on a surface. Finally, we will conclude by
summarizing the techniques used in estimating bacteria-
material interactions.
2. Bacterial Adhesion and Biofilm Formation
Tens ofmillions ofmedical devices are used each year. In spite
of many advances in biomaterials, a significant proportion of
all device types becomes colonized by bacteria and becomes
the target of an implant-related infection [19]. Infection
remains a major impediment to the long-term use of many
implanted or intravascular devices and it is expected to
further increase due to (i) the improved detection of biofilm-
related infections by replacing diagnosis based on culture
methods (often falsely negative) with reliable molecular tech-
niques [20, 21]; (ii) the growing number of implanted devices
in the aging population; and (iii) the increasing residency
time of implanted devices, which are at continuous risk for
infection during their implanted lifetime. Frequently, failure
of implant devices stems from the bacterial colonization of
polymer surfaces followed by the formation of a thick, multi-
layered biofilm which is extremely resistant to host defense
mechanisms and antibiotic treatment.Often the only solution
to an infected implanted device is its surgical removal.
Adhesion of bacteria to human tissue surfaces and
implanted biomaterial surfaces is an important step in the
pathogenesis of infection, whereby the bacteria can divide
and colonize the surface [22–30]. Bacterial adhesion is an
extremely complicated process that is affected by many
factors, including environmental issues, the associated flow
conditions, the presence of serum proteins or antibiotics,
the bacterial properties, and the material surface character-
istics [23, 31]. Bacterial adhesion to a material surface can
be described as a two-phase process, including an initial,
instantaneous, and reversible physical phase (phase one),
followed by a time-dependent and irreversible molecular and
cellular phase (phase two) [23, 31, 32]. Phase one of the
bacterial adhesion consists in the initial attraction of the cells
to the surface through the effects of physical forces, such as
Brownian motion, van der Waals attraction forces, gravita-
tional forces, the effect of surface electrostatic charge, and
hydrophobic interactions [31–33].These physical interactions
are further classified as long-range interactions (nonspecific,
distances>50 nmbetween cells and surfaces) and short-range
interactions (distances <5 nm, with involvement of hydrogen
bonding, ionic, and dipole interactions and hydrophobic
interactions) (Figure 2). Long and short interactions are fun-
damental for the initial part of bacterial adhesion to surfaces,
which makes the molecular or cellular phase of adhesion
possible [23, 26, 31, 32]. The bacterial properties (bacterial
hydrophobicity and bacterial surface charge) and thematerial
surface characteristics (surface chemical composition, sur-
face roughness, and surface configuration) are important in
bacterial adhesion to uncoated surfaces and can potentially
be targeted in antiadhesion therapy [33–35].
Phase two consists in molecular specific reactions
between bacterial surface structures and substratum surfaces,
uncoated or coated with host matrix proteins (i.e., albumin,
fibronectin, fibrinogen, vitronectin, and laminin). To this
end, the bacterial surface polymeric structures, which include
capsules, fimbriae, or pili and slime, are responsible for
the firm adhesion of bacteria to a surface. Attachment to
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Figure 3: Scanning electron microscopy images of biofilm produced by S. aureus LP [116] and S. epidermidis RP62A [117] in the air liquid
interphase of TSB-glucose medium after 24 h incubation at 37∘C ((a) and (b): magnification, ×5 000).
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Figure 4: The different stages of biofilm formation: (a) planktonic cell; (b) reversible attachment to the surface; (c) irreversible attachment
to the uncoated or protein coated surface; (d) formation of microcolonies through cell division and extracellular matrix production;
(e) formation of a mature three-dimensional biofilm architecture showing pores for the passage of water. Cell detachment from the biofilm:
(f) an active process leaving planktonic cell; (g) a passive process that can be shed through mechanical disruption adapted from [36].
materials coated with host matrix or plasma proteins is medi-
ated by microbial surface components recognizing adhesive
matrix molecules (MSCRAMMs) [36, 37].
Beyond phase two, certain bacterial strains are capable of
forming a biofilm (Figure 3) if provided with an appropriate
supply of nutrients. Bacteria frequently involved in biofilm-
associated infections include the Gram-positive pathogens
Staphylococcus epidermidis, Staphylococcus aureus, and Strep-
tococcus species and the Gram-negative Pseudomonas aerugi-
nosa and Enterobacteriaceae such as Escherichia coli [38].
Biofilm formation includes several sequential steps in
which planktonic bacteria initially stick to a solid surface,
which may be either unmodified or coated with host plasma
proteins, followed by cell proliferation, cell-cell interaction,
and production of an extracellular polymeric matrix, where
bacteria accumulate in multilayered clusters (Figure 4). Fol-
lowing initial attachment, bacteria start growth and coloni-
zation, which results in the formation of contiguous cellular
layers. The formation of multicellular clusters is based on
intercellular adhesion and attachment of bacteria to a poly-
meric substrate produced, released, and integrated into the
extracellular matrix. This step includes the contribution of
the exopolysaccharides (e.g., staphylococcal polysaccharide
intercellular adhesin (PIA), P. aeruginosa alginate), proteina-
ceous factors (e.g., adhesive pili, anchored or anchorless
staphylococcal proteins), extracellular DNA (eDNA) [39],
and enzymes. The subsequent development of the mature,
three-dimensional biofilm architecture includes regulated
motility. Once the structure has developed and matured,
some bacteria detach and disperse into the surrounding
medium, enabling the biofilm to spread over the surface [6,
30, 36]. Mature biofilms are highly resistant not only to the
action of the innate and adaptive immune defense systems,
but also to the action of antimicrobial agents and disinfect-
ants. There are several possible mechanisms underlying this
phenotypic resistance, which may depend both on the type
of antibiotic treatment and the microorganism: slow rate
of growth in the biofilm, altered metabolism, titration and
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inactivation of antimicrobial agents by the extracellular
matrix, and the presence of an existing oxygen gradient
that prevents the action of some antibiotics [40–42]. In
addition, biofilms contain a large subpopulation of so-called
persister cells that are constituted of dormant cells surviving
antimicrobial treatment [43] and adapting to a slow growth
rate through the emergence of small colony variants [41].
A limited diffusion of antimicrobials into biofilms has been
suggested, but in most instances, no direct evidence has been
provided [44, 45].
Biomaterial-associated infections have an enormous
impact in terms of morbidity of the patients and costs to
national health systems. In recent years, there has been
increasing interest in anti-infective biomaterials aimed at
counteracting the worrisome phenomenon of biomaterial-
associated infections [46]. The creation of new anti-infective
biomaterials can be obtained by alternative approaches ori-
ented in different directions to promote a reduction in
infection.
3. Polymeric Nanocomposite Approach to
Provide an Antimicrobial Response
Polymer nanocomposites have attracted considerable atten-
tion in recent years and have become keymaterials inmodern
nanotechnologies [10, 17].This interest arises because of their
unprecedented performance, improved properties compared
to the constituent parts, design flexibility, lower life-cycle
costs, and uniquely large applicability of nanocomposites in
various industrial fields. They consist of organic/inorganic
nanoparticles incorporated in polymers that allow newmate-
rials to be obtained withmodulated and distinct optical, elec-
trical, and catalytic properties. These have potential applica-
tions in catalysis, bioengineering, photonics, and electronics
[10, 17, 47].
In order to obtain an antibacterial polymeric nanocom-
posite, antimicrobial nanoparticles have to be selected and
incorporated into the polymermatrices by conventional tech-
niques (extrusion, injectionmolding, blowmolding, etc.) [10,
17, 48–50]. Polymers are considered a good host material for
metal nanoparticles; both biodegradable and nonbiodegrad-
able polymer matrices are currently used in designing new
nanocomposite systems with antimicrobial properties [10,
51].
Nanoparticles of noble metals have been studied with
growing interest, since they exhibit markedly distinct phys-
ical, chemical, and biological properties from their bulk
counterparts and there is a very strong interest in the use of
metal and semiconductor clusters as advanced additives for
plastics with considerable research done in this novel field of
composite science. The metal and metal oxide nanomaterials
commonly used as antimicrobial agents are silver (Ag), gold
(Au), zinc oxide (ZnO), silica (SiO
2
), titanium dioxide
(TiO
2
), alumina (Al
2
O
3
), and iron oxides (Fe
3
O
4
, Fe
2
O
3
)
[7, 50–52]. Antimicrobial polymer additives are now available
commercially.They are designed for various types of polymer
matrices and processing techniques.These additives are often
based on organic compounds or some metals [14, 51, 53–55].
However, it should be noted that only a marginal number of
them are considered for medical use [56].
The chemical nature of the nanoparticles, their capping
agent, and even the medium in which they are prepared
might play an important role in determining the interaction
between the polymer matrix and the nanofiller, thus affecting
the dispersion and the bulk behavior of the nanocomposite
films [57, 58]. Various methods to develop polymer nano-
composites by using metal nanoparticles have been devel-
oped, but sustained efforts need to be directed toward con-
trollability for nanoparticle size, shape, distribution, and its
interaction with polymers. Exploration of an inexpensive,
easy fabricationmethod to fabricate polymeric nanocompos-
ites with well-tuned nanoparticle size, shape, distribution,
and interaction with polymers will be very important for var-
ious practical applications. Different chemical and physical
methods exist to prepare metal polymer composites [54].
TiO
2
-chitosan nanocomposite is an optimalmaterial pos-
sessing high potential for bone reconstruction, regeneration,
and tissue engineering, based on its biomimic, bioactive, and
biocompatible nature [48]. The smaller particle size of TiO
2
-
chitosan increases the absorption of nutrients from the body
and helps the formation of an apatite layer through the con-
ventional principles of surface/volume ratio. Recently, TiO
2
-
chitosan nanocomposites, synthetized with five different
chitosan ratios, have proved to be promising biomaterials for
orthopedic and tissue engineering applications. High surface
area, appropriate hydroxyapatite formation, specific antibac-
terial action, increased cell viability, controlled swelling, and
degrading rate are the favorably achieved features of the
composite at a 2 : 1 titanium : chitosan ratio [48].
Another emerging class of nanoantimicrobials is bioac-
tive copper (Cu) nanomaterials, which provide complemen-
tary effects and characteristics compared to other nanosized
metals, such as silver or zinc oxide nanoparticles. It is known
that copper is a broad-spectrumbiocide and effectively inhib-
its the growth of bacteria, fungi, and algae. Recent studies
have reported that nanoscale Cu exhibits good antibacterial
activity [14, 59], and the products withCu containing surfaces
may meet hospital requirements [53]. Unlike silver (Ag),
which has been studied extensively for antibacterial applica-
tions, Cu is an essential element for living organisms, and it
might even be suitable for biomedical applications.Moreover,
Cu is currently cheaper than Ag in the market and there-
fore, a method utilizing Cu would prove to be quite cost
effective. The general mechanism of the antibacterial activ-
ity of nanoscale, metal-based materials is still uncertain.
The antimicrobial activity of copper-based nanostructures
depends on the microbial species and on the experimental
setup.
Cu nanoparticle-coated cellulose films were developed
through one-step reduction with antibacterial properties by
[51]. The nanocomposite film exhibited strong, efficient anti-
bacterial activity against S. aureus and E. coli.All the bacteria
were killed within 1 h, and the dramatic reduction of viable
bacteria could be observed within 0.5 h. The rapid killing
effect was not only due to the release of Cu ions, but also due
to contact killing. These characteristics increase the scope of
applications of Cu/cellulose nanocomposite film in biomedi-
cal, catalysis, packaging, and electronics applications [51].
In the area of bioscience it was shown that square-
patterned ZnO nanostructures integrated into biosensor
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Figure 5: Atomic force microscopy (AFM) (a) and field emission scanning electron microscopy (FESEM) (b) images of PLGA/3Ag nano-
composite surfaces.
arrays may allow ultrasensitive protein fluorescence detec-
tion, owing to the fluorescence-enhancement capability of
nanoscale ZnO [60].
As an antibacterial agent, ZnO has several advantages:
noticeable activity in the pH neutral region (pH = 7-8) with-
out the presence of light [13]. ZnO nanoparticles were pre-
pared within an alginate biopolymer by microwave (MW)
treatment. The nanoparticles that were obtained were mostly
spherical in shape and had a hexagonal crystal structure. The
onset of the absorption of the ZnO-alginate nanocomposite
solutions was shifted towards a lower wavelength due to
the nanosized dimensions of the particles. A band-to-band
recombination dominates the photoluminescence spectra of
all the samples, while the intensity of the peaks that originate
from the defects on the nanoparticle surfaces increases with
the time of MW treatment. Antibacterial activity tests were
carried out with S. aureus and E. coli pathogens. All the ZnO-
alginate nanocomposite samples showed fast, strong antibac-
terial activity, with 99.9% reduction for S. aureus and 100%
reduction for E. coli after 2 h of exposure [49].
Nanosilver is regarded as a new generation of antibacte-
rial agents and the unique properties of silver nanoparticles
(Ag NPs) have been extended into a broader range of appli-
cations. Incorporation of Ag NPs with other materials is an
attractive method of increasing compatibility for specific
applications [50]. Multifunctional nanocomposites based on
biodegradable polymer matrix and silver nanoparticles have
attracted great interest in nanobiotechnology due to the anti-
microbial properties of silver, which are retained during poly-
mer degradation [61, 62]. Silver species can be released in a
controlledmanner [63] and, for this reason, silver-containing
materials have been extensively used to prevent the attack of
a broad spectrum of microorganisms in different fields of
application.
Dural Erem et al. [64] developed a series of PLA nano-
composite fibers containing, respectively, 0 wt%, 0.5 wt%,
1 wt%, 3wt%, or 5wt% Ag NPs, which exhibited increased
antimicrobial activity, depending on the filler content. On the
other hand, mechanical and thermal characterization tests,
including thermogravimetric analysis, differential scanning
calorimetry, and tensile testing, showed that increasing con-
centrations of silver hindered the mechanical properties of
nanocomposites due to partial agglomeration, leading to the
generation of flaws [64].
Our group previously reported the development of dif-
ferent Ag NP-based nanocomposites by using biodegradable
polymers, in the formof poly(lactic acid) (PLA), poly(glycolic
acid) (PGA) [11, 50, 57, 58, 65, 66], and poly(vinyl alcohol)
(PVA) [16], and by means of different production processes,
to be used in both biomedical and packaging applications.
Nanocomposite films based on a biodegradable poly(DL-lac-
tide-co-glycolide) copolymer (PLGA) and different kinds and
concentrations of silver nanoparticles were developed by sol-
vent casting. We demonstrated that PLGA film morphology
can be modified by introducing a small percentage of silver
nanoparticles that do not affect the degradation mechanism
of the PLGA polymer in the nanocomposite. Figure 5 shows
atomic force microscopy (AFM) (a) and field emission
scanning electron microscopy (FESEM) images of PLGA/Ag
nanocomposite surface with 3 wt% of silver nanoparticles,
developed by solvent casting process. Images underline the
specific surface topography with the presence of a superficial,
circular porous structure with a pore diameter of about
10 𝜇m. Results clearly evince the stabilizing effect of the Ag
nanoparticles in the PLGA polymer and the mineralization
process induced by the combined effect of silver and nano-
composite surface topography. The silver ion release can be
controlled by the polymer degradation processes, showing
a prolonged antibacterial effect [57, 58, 62, 65]. Results of
the research suggest that the combination of biodegradable
polymers and silver nanoparticles opens a new perspective
for the use of nanomaterials with tunable properties in
producing antimicrobial surfaces for biomedical applications.
The antibacterial action of silver for biomedical devices
has been the subject of numerous studies and, while opinions
differ, the most probable scenario seems to be that silver
ions bind to the bacterial cell membrane and damage it by
interfering with membrane receptors and with bacterial elec-
tron transport. For this reason, we recently investigated the
possibility of using a poly(𝜀-caprolactone) (PCL) biodegrad-
able matrix reinforced with single-walled carbon nanotubes
(SWCNTs) and silver nanoparticles as a potential support
for primary human bone marrow-mesenchymal stem cells
(hBM-MSCs) [67].The newly designed SWCNT- andAgNP-
based materials possessed the unique properties offered by
the synergistic interaction of the two different reinforcement
phases. Figure 6 illustrates transmission electron microscopy
(TEM) images of the ternary nanocomposite, showing
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Figure 6: Transmission electron microscopy (TEM) image of
poly(𝜀-caprolactone) (PCL) ternary nanocomposite based on SWC-
NTs and Ag NPs.
the interaction and themorphology of the twodifferent nano-
structures [65].The suitability of these conductive nanocom-
posite films as support for hBM-MSC cells was demonstrated,
showing comparable viability and cell/material interaction
during the culture period. Moreover, it was proved that there
is a clear concentration difference between the antimicrobial
effects of nanosilver and potential adverse human cell or
tissue reactions that encourage the application of the Ag NPs
as conductive antimicrobial nanostructures able to induce
stem cell activation.
The factors influencing bacterial adhesion to a bioma-
terial surface and, thus, the antimicrobial response include
chemical composition [68], surface charge, hydrophobicity,
and, in particular, surface roughness, topography, or physical
configuration [26].The electrospinning technique has proven
to be a valuable method for developing antimicrobial PLGA
nanocomposites based on Ag NPs [69]. Nirmala et al.
reported on the electrospinning fabrication of cheap, stable,
effective nanofiber mats with excellent antimicrobial activity,
based on polyurethane (PU) nanofibers containing silver
nanoparticles, that can be utilized to inhibit the microbial
growth associated with food stuffs [70].
Recently in our laboratory we investigated the proper-
ties (mechanical, antibacterial, and degradation under com-
posting conditions) of poly(lactic acid) and its composites
prepared with a combination of microcrystalline cellulose
(MCC) and silver nanoparticles, in order to show the pro-
spective approach offered by these new multifunctional sys-
tems [66]. We demonstrated that the synergic effect of silver
nanoparticles and cellulose structures increases the thermal
and mechanical responses of PLA matrix. A bactericidal
effect of Ag NP-based binary and ternary PLA nanocom-
posites on S. aureus and E. coli was detected at all time
points and temperatures analyzed.The selected content of Ag
NPs (1 wt%) in the nanocomposite formulations produced an
evident antimicrobial effect and provided an active system
for food packaging applications. Moreover, the low silver
quantities do not influence the organic biowaste maturation
process during the test for disintegrability under composting
conditions. We have also found that the antibacterial activity
of the PLA nanocomposites containing Ag NPs was greater
on E. coli than on S. aureus cells, confirming previous work
that explained that Ag nanoparticles appear more toxic to E.
coli than to S. aureus [71].
In a recent study, melt-compounding extrusion followed
by a film forming process was explored as a technique
for preparing cellulose nanocrystal-based nanocomposites.
High performance nanocomposites for packaging applica-
tions were produced by combining nanocrystalline cellulose
(CNC) and silver nanoparticles with PLA polymer matrix;
the antibacterial activity of these ternary systems against S.
aureus andE. coli cells was studied [50]. For S. aureus, the bac-
terial activity was still remarkable in the presence of ternary
systems, while the antibacterial effect of the nanocomposites
was evident against the E. coli cells.The reduced antibacterial
activity on S. aureus may be due to its structural character.
Gram-positive and Gram-negative cells differ markedly in
their cell walls.The thicker cell wall of S. aureus is of immense
practical importance in protecting the cell from penetration
of silver ions into the cytoplasm. The results of the study
suggested that the better dispersion of Ag nanoparticles, con-
firmed by morphological, thermal, and mechanical analyses,
positively affected the interaction of silver ions with the
bacteria and this mechanism was found to be greater for S.
aureus cells than for E. coli. This is due to different bacterial
properties, suggesting perspectives for food packaging and
hygiene applications that require an antibacterial effect that
is constant over time.
4. Surface Engineering as a Strategy to
Modulate Antimicrobial Response
The surface properties of biomaterials determine the kind
and strength of communications between the biological envi-
ronment and the materials. Recently D’Angelo et al. demon-
strated that surface topography was able to induce stem cell
differentiation as a single cue [72]. The factors influencing
bacterial adherence to a biomaterial surface include chemical
compositions [73, 74] surface charge [75], hydrophobicity
[76], and surface roughness or physical configuration [77].
Depending on the hydrophobicity of both bacteria andmate-
rial surfaces, bacteria differently adhere to substrates with
modified superficial properties [78]. McAllister et al. found
that the irregularities of polymeric surfaces promote bacterial
adhesion [79, 80].
Modifying the surface characteristics of the biomaterial
without altering the structural properties is, therefore, a
strategy that has been used in recent years to obtain antibac-
terial materials [81]. The first essential step is the controlled
fabrication of model surfaces.
This approach originates from the basic assumption that
modifying the surface properties of a material (surface free
energy, polarity, and topography) may result in diminishing
bacterial adhesion during the initial stage of the biofilm
formation process. For these reasons, many approaches to
modify the surface of biodegradable polymer supports have
been undertaken in order to introduce useful surface charac-
teristics to the polymer. These can be mainly divided into (i)
surface modification and (ii) surface deposition.
Surface modification can be performed either by apply-
ing wet chemistry through reaction with various chemical
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reagents or by applying high-energy electromagnetic radia-
tion (e.g., by laser, ultraviolet radiation, and gamma rays).
The interaction of a polymeric surface with electromagnetic
radiation causes surface activation (through the breakage of
accessible polymer bonds), permitting subsequent chemical
modification [82–84]. Another promising method is mod-
ifying polymer surfaces by ionized gas (plasma). By using
plasma processes, it is possible to change the surface chem-
ical composition and properties such as wettability, surface
energy, refractive index, hardness, chemical inertness, and
biocompatibility [85]. This leads, naturally, to the selection
of so-called cold plasma when the temperature of the treated
material does not reach high values in comparison with the
ambient temperature. This method demands low pressure
(0.1–100 Pa) and the presence of a working gas (usually N
2
,
O
2
, or Ar, CF
4
). Wan et al. demonstrated that appropriate
oxygen plasma treatment could not only incorporate –C–
O– groups onto the PLGA surface and increase its negative
charges, but also produce peaks and valleys on its surface
through an etching effect, thereby changing the surface topo-
graphy [85].
Since surface chemistry and surface topography are both
important factors in influencing biological activity, we
recently analyzed the combined outcomes of silver nanoparti-
cles and radiofrequency plasma surface treatment on PLGA/
Ag nanocomposite [11]. The study demonstrated that oxygen
plasma surface treatment combined with a nanocomposite
approach can readily reduce bacterial adhesion and growth
on silver nanoparticles and PLGA systems. It must be noted
that this reduction was shown for both types of tested bacte-
rial strains (E. coli and S. aureus). The multistep approach we
adopted showed itself to be a promising strategy to modulate
the topographical and physicochemical surface properties
of nanocomposite and, consequently, to regulate the antiad-
herence properties of biodegradable, PLGA-based systems
by curbing the adhesion and growth of the two categories
of tested bacteria [11]. Figure 7 shows a FESEM image of
the oxygen plasma-treated PLGA/3Ag nanocomposite film
developed by the solvent-casting method. The image shows
the plasma effect that was aimed at changing the shape
and depth of the initial pores and at inducing increased
surface roughness, also demonstrating the etching effect of
the oxygen plasma on the PLGA polymer. However, the
plasma modifications to polymer surfaces are characterized
by their weak stability over time, as polymer surfaces tend to
return to their original chemical state [18, 86–92]. Another
disadvantage lies in the complexity of the surface modifica-
tion methods [11, 58].
An alternative strategy to prevent infection is by devel-
oping an antibacterial coating on the surface of the devices.
Moreover, the application of silver nanoparticles on the
surface of medical devices has been used to prevent bacterial
adhesion and subsequent biofilm formation. The nanopar-
ticles are either deposited directly on the device surface or
applied in a polymeric surface coating.
Ho et al. reported the development of a long-term,
active antimicrobial coating for surgical sutures. To this end,
two water-insoluble polymeric nanocontainers based on
hyperbranched polylysine (HPL), hydrophobically modified
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Figure 7: Field emission scanning electron microscopy image of
the PLGA/3Ag nanocomposite film, modified by plasma oxygen
treatment.
by using either glycidylhexadecyl ether or a mixture of
stearoyl/palmitoyl chloride, were synthesized. Highly stabi-
lized silver nanoparticles (Ag NPs, 2–5 nm in size) were
generated by dissolving silver nitrate in the modified HPL
solutions in toluene followed by reduction with L-ascorbic
acid. Poly(glycolic acid)-based surgical sutures were dip-
coated with the two different polymeric silver nanocompos-
ites. The coated sutures showed high efficacies of more than
99.5% reduction of adhesion of living S. aureus cells onto the
surface compared to the uncoated specimen. Silver release
experiments were performed on the HPL-Ag NP modified
sutures by washing them in phosphate buffered saline for a
period of 30 days.These coatings showed a constant release of
silver ions over more than 30 days. After this period of wash-
ing, the sutures retained their high efficacies against bacterial
adhesion. Cytotoxicity tests using L929mouse fibroblast cells
showed that the materials are basically noncytotoxic [93].
Antimicrobial coatings have also been applied to venous
catheters. Coatings containing combinations of antibiotics
and antiseptics like minocycline and rifampin or chlorhexi-
dine and silver-sulfadiazine have been applied to the internal
and external surface of catheters. In several studies these
antimicrobial-coated catheters were compared to noncoated
catheters, and a reduction of catheter colonization and cath-
eter-related bloodstream infections was found [94–96]. The
antimicrobial effect of antibiotic-containing coatings was
more pronounced than for the antiseptic coatings. Halton
and Graves analyzed studies concerning economic aspects of
catheter-related bloodstream infections and concluded that
the use of antibiotic-coated catheters was clinically effective
and cost-saving when compared to antiseptic-coated or
standard catheters [97, 98].
5. Techniques Used in Estimating
Bacteria/Material Interactions
In addition to the different types of nanostructured biomate-
rials that have been synthesized and developed, several exper-
imental techniques have been developed to study and quan-
tify bacterial adhesion and antibacterial activity on material
surfaces [31, 32, 99–102].
Regarding bacterial adhesion techniques, the common
element in all of them is that they measure in vitro the prob-
ability, force, or energy of attachment/detachment of many
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or single bacterial cells. Nevertheless, we need to point out
that the in vivo adhesion process is complex and dynamic
and these measurements might be misleading. These consid-
erations may also apply to the in vitro determination of the
antibacterial activity of biomaterials.
Regarding biofilm assessment, it is important to men-
tion that several conditions during the biofilm formation
process can affect the results, including growth conditions,
the cultivation medium, and the surface selection. The exact
size of the inoculums should be determined quite precisely
by adjusting to a specific optical density or absorbance. Fur-
thermore, the selection of medium composition for biofilm
cultivation is crucial [103]. After the biofilm incubation step,
other parameters need to be taken into consideration for
biofilm quantification such as (i) the bacterial removal and
rinsing procedures (3 washing steps with PBS); (ii) the mea-
surement of planktonic growth before washing (normalizing
biofilms formation by the growth index); (iii) the selection
of the method for the target of quantification; and (iv) the
interpretation of results and evaluation of assay quality [32,
102, 103].
Here, we summarize the in vitro techniques used in
estimating bacteria-material interactions in static conditions:
(a) bacterial/material adhesion and (b) antibacterial activity
of materials.
5.1. Techniques Used in Determining Bacteria-Material Adhe-
sion. To estimate bacterial adhesion, a previously prepared
material surface is overlaid with a suspension of cells for
a determined period and temperature of incubation. The
size of inoculums/surface area, the time (1, 3 or 24 h), and
temperature (4∘, 22∘ or 37∘C) of incubation may be very
important parameters for bacterial adhesion quantification.
Afterwards, the nonadherent cells are removed by rinsing
or centrifugation and the remaining (adhered) cells on the
surface are counted. When centrifugation is used to detach
the nonadherent or weakly adherent bacteria, an overall
estimation of the strength of adhesionmay be calculated.The
remaining (adhered) bacteria and biofilm can be examined
by a number of methods [31, 32, 99, 100] (see (Table 1).
(1) Viable bacterial counting methods include CFU plate
counting, radiolabeling, 5-cyano-2,3-ditolyl tetrazo-
lium chloride (CTC) staining, resazurin assay, and
fluorescein diacetate (FDA) assay [32].
(i) CFU plate counting is the most basic method
for bacterial count. This technique is time con-
suming and involves tediouswork using indirect
and complicated procedures that give more
uncertainty. Its great advantage lies in detecting
only viable bacteria.
(ii) Radiolabeling is useful in the study of bacterial
adhesion to irregular material surfaces. It is
very sensitive and very accurate, allowing for
rapid processing of a large number of samples.
It requires special laboratory space and specific
training for handling radioactivematerials. Fur-
thermore, a potential risk to researchers using
radiolabeling techniques cannot be underesti-
mated.
(iii) CTC is a tetrazolium salt and is reduced by this
respiratory activity to form fluorescent CTC
formazan on the cell surface. Therefore, CTC is
used for specific staining of aerobic live bacte-
ria and can be applied to hard-to-culture bac-
teria. However, since CTC alone is not sensi-
tive enough to stain single cells, an enhancing
reagent that improves the CTC staining effi-
ciency has been added to commercially available
kit.
(iv) Resazurin assay: resazurin, themain component
of Alamar Blue, is a blue redox indicator that can
be reduced by viable bacteria to pink resorufin;
the extent of conversion from blue to pink is a
reflection of cell viability. A calibration curve is
necessary for data quantification.
(v) FDA assay is based on the capability of viable
microbial cells to convert noncolored, nonfluo-
rescent, fluorescein diacetate (FDA) into yellow,
highly fluorescent fluorescein by nonspecific
intra- and extracellular esterases. A calibration
curve is necessary for data quantification.
(2) Microscopy for counting andmorphological observa-
tion of adherent bacteria includes light microscopy,
image-analyzed epifluorescence microscopy, scan-
ning electronmicroscopy (SEM), confocal laser scan-
ning microscopy (CLSM), atomic force microscopy
(AFM), and Fourier transform infrared spectroscopy
(FTIR) [32].
(i) Light microscopy is a technique for bacterial
counting and observation. Normally bacteria
are stained with dyes like crystal violet or
fuchsin. The advances in image analysis make
bacterial counting by light microscopy much
faster and more efficient. In this case, the sub-
strata surfaces have to be translucent to be able
to use light microscopy.
(ii) Image-analyzed epifluorescence microscopy allows
live and dead bacterial cells on the surface to be
distinguished if certain fluorochromes are used.
Cell counting can be performed on an opaque
surface. However, only two-dimensional imag-
ing is possible and the use of fluorochromes is
necessary for viewing bacteria. Furthermore, it
is limited to macroscopic investigation of bac-
teria/surface interactions.
(iii) SEM is a well-established basic technique to
observe the morphology of bacteria adhering
to a material surface, the material surface mor-
phology, and the relationships between the two.
Environmental SEM and low vacuum SEM do
not require metal or carbon sputtering and are
less prone to damaging the bacteria adhering
to a surface or to altering the surface charac-
teristics of the specimen, thereby overcoming
the previously mentioned drawbacks. However,
SEM has some limitations: the enumeration of
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adhered bacteria is not feasible because of the
small field and time-consuming work; it needs
sample preparation for observation (tedious and
labor-intensive) and the drying step is consid-
ered to cause noticeable cell shrinkage and other
undesirable outcomes, like damage and distor-
tion of the cell; it requires the specimen to be
metal-sputtered; it cannot discriminate between
live and dead bacterial cells; it also requires
specialist equipment and specific training.
(iv) CLSM is a three-dimensional technique using
fluorescentmolecular probes and laser beams to
study in situ bacterial associationswith surfaces.
It can be used to visualize and count bacterial
cells directly on transparent or opaque surfaces.
It allows the examination of the physiological
state (live versus dead) of the adherent bacterial
cells. This technique offers several advantages,
including the ability to control depth of field,
elimination, or reduction of background infor-
mation away from the focal plane, and the capa-
bility to collect serial optical sections from thick
specimens. The main disadvantages are the use
of fluorescent probes to visualize bacteria and
the high cost required for image quality.
(v) AFM has been proved to be useful in imaging
the morphology of individual microbial cells
on solid surfaces, both in dried and hydrated
states. It can be used for mapping interaction
forces at microbial surfaces. AFM is a noninva-
sive microscopic technique capable of imaging
surfaces at nanometer resolutions and three-
dimensional images at high resolution. Fur-
thermore, no sample staining, dehydration, or
metallic coatings are necessary for this method.
AFM image resolution is higher than that of
environmental SEM. Nevertheless, there are
some disadvantages such as the limitation of
the observation area if compared with SEM and
the unfeasibility of discriminating between live
and dead bacterial cells. Furthermore, imaging
bacterial cells can be a time-consuming task.
(vi) FTIR measures the vibrations of chemical
bonds within all the biochemical constituents of
cells (i.e., proteins, lipids, polysaccharides, and
nucleic acids) and thus provides quantitative
and qualitative information about the total
biochemical composition of the intact whole
microbial cell. The FTIR method is rapid, non-
invasive, accurate, automated, inexpensive, and
quantitative, allowing users to collect full spec-
tra in a few seconds per sample.
(3) Other direct and indirect methods include spectro-
photometry, Coulter count, and biochemical markers
(ATP) [32].
(i) Spectrophotometry is a method measuring how
much a chemical substance (i.e., bacterial cells)
absorbs light as it passes through a sample.
Unfortunately, it cannot discriminate between
live and dead bacterial cells.
(ii) The Coulter principle is a versatile, robust, and
accurate nonoptical method for counting and
sizing particles of all types, including bacterial
cells.
(iii) ATP is present in all cells and its determination
is considered a valid biochemical marker of cell
viability.
(4) Molecular biological techniques: these techniques can
be used to identify the total community of bacteria
attached to a surface. They offer a very sensitive
method for detection of specific genes or species by
using polymerase chain reaction (PCR) and quanti-
tative PCR (qPCR). One of the major limitations is
related to the use of specific oligonucleotide probes
that must bind specifically to the bacterial DNA
sequence [32].
(5) Determination of bacterial surface characteristics
includes contact angle measurements. In the contact
angle technique, a water droplet is applied to the
surface of a dried lawn of bacteria. The angle formed
where the water contacts the organisms is propor-
tional to the surface hydrophobicity of the bacteria.
Even if the analysis is very quick to perform, the
contamination of test surface may alter the values
obtained [32].
(6) Methods for evaluating biofilm include biofilm recog-
nition, thickness, and density measurements, and
morphological observations can be performed by
image-analyzed epifluorescence microscopy, SEM,
CLSM, and AFM as previously indicated. Measure-
ment of biofilm content can be determined by col-
orimetric biomass assay (crystal violet), Syto 9 assay
(also used in CLSM studies of biofilm composition
and morphology), resazurin assay, and FDA assay
[32].
(i) Colorimetric biomass assay (crystal violet): crys-
tal violet (CV) is a basic dye that stains both
living and dead cells, by linking to negatively
charged surface molecules and polysaccharides
in the extracellular matrix. CV assay is econom-
ical and straightforward for all microorganisms.
It cannot be used for cell viability because it
cannot discriminate between live and dead cells.
(ii) Syto 9 assay: the fluorogenic dye Syto 9 is a
nucleic acid stain, which diffuses passively
through cellular membranes and binds to DNA
of both viable and dead cells. As DNA is also
a substantial part of the extracellular matrix,
this staining will provide information on total
biofilm biomass. Some limitations include no
discrimination between live and dead cells; Syto
9, being a reagent, is quite expensive.
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5.2. Techniques Used to Asses Antibacterial Material Proper-
ties. In recent years, nanostructured materials have attracted
broad attention because of their novel physical, chemical,
and biological properties as well as their potential use in
many applications [9, 102, 103], especially those of metallic
nanoparticles and their corresponding metal oxides, such as
copper [14, 91, 104, 105], silver, [52, 62, 64, 93], zinc oxide,
[13, 106], and titaniumoxide [101, 107–109].The antimicrobial
activity of nanoparticles (NPs) has largely been studied with
human pathogenic bacteria such as Escherichia coli [12, 105]
and Staphylococcus aureus [12, 104]. The functional activities
of NPs are influenced largely by the particle size, stability, and
concentrations. NPs have been incorporated into polymeric
nanocomposites using stabilizers or additives which allow
them to be better distributed.
The strategy for testing the performance of anti-infective
bioactive materials in vitro has to correspond to the char-
acteristics of the test materials and their expected effects
and mechanisms of action. Polycationic coatings or surfaces
with immobilized antimicrobial substances that kill bacteria
on contact should follow a different scheme of testing than
disinfectant or antibiotic-releasing biomaterials. The same
applies to the special case of biomaterial surfaces that act
on bacterial physiology and biofilm structural integrity [102].
To estimate antibacterial material properties, a previously
prepared material surface is overlaid with a suspension of
cells for a determined period of time and temperature of
incubation. The size of inoculums/surface area to test, the
time (1, 3, and 24 h or more), and the temperature (4∘C, 22∘C,
or 37∘C) of incubation can be very important parameters
for antibacterial activity quantification and are related to the
material target application. It is important to note that, for
the time-kill tests, a material can be defined as bactericidal
only when abating the concentration of viable bacteria by at
least 3 logs (99.9% when expressed in terms of percentage)
[110, 111], while effects of lower order are not considered to be
(clinically) significant. At the end of incubation, the bacterial
suspension is removed from the surface and cell viability
immediately examined by a number of different methods
[102] (Table 2), as described below.
(1) Evaluation of bacterial survivability: CFU plate
counting, CTC staining, resazurin assay, and FDA
assay. These methods are identical to the previously
reported for bacterial adhesion quantification and can
be used to evaluate bacterial cell survivability of the
initial applied inoculum. The results must be com-
pared with the material surface without the antibac-
terial substances or NPs.
(2) Determination of antibacterial activity by agar well or
paper disk diffusion method [112].
(3) Determination of intercellular component leakage
(cations, RNA, DNA, and protein): the leakage of
intercellular components can be an indirect method
for assessing bacterial membrane damage.
(4) Microscopy for morphological observation: trans-
mission electron microscopy (TEM), SEM, and AFM
are used to show membrane damage and progres-
sive destructions of cells directly in contact or after
interaction with an antibacterial surface. Confocal
laser scanning microscopy (CLSM) can be effectively
performed to show cell membrane damage using the
LIVE-DEAD BacLight bacterial viability kit. The kit
includes two fluorescent nucleic acid stains: Syto 9,
which penetrates both viable and nonviable bacteria
and propidium iodide, which penetrates bacteria with
damaged membranes and quenches Syto 9 fluores-
cence. Dead cells, which take up propidium iodide,
fluoresce red, while cells fluorescing green are deemed
viable.
(5) Determination of lipid peroxidation products by
spectroscopic studies: this type of determination has
been reported especially with TiO
2
surfaces. X-
ray diffraction [113], laser kinetic spectroscopy, and
attenuated total reflection Fourier transform infrared
spectroscopy (FTIR) [114–117] have been used to show
cell disruption due to lipid peroxidation or direct
oxidation.
(6) Evaluation of bacterial cell killing inside the biofilm
is carried out by image-analyzed epifluorescence
microscopy, SEM, CLSM, and AFM as well as col-
orimetric biomass assay (crystal violet), Syto 9 assay,
resazurin assay, and FDA assay.
6. Conclusions and Future Research
Better understanding of the interaction between microor-
ganisms, the implant, and the host may improve our cur-
rent approach to the diagnosis and treatment of implant-
associated infections [118–122]. Despite multiple efforts to
discover medical therapies for treating biofilm infections,
the physical removal of an infected medical device is often
necessary, thus carrying an additional economic cost. There
is consequently great interest in findingmethods or strategies
to inhibit biofilm formation [21]. Combined use of multiple
antimicrobial agents with different chemistries and modes of
action may be a strategy to improve the performance of these
antimicrobial agents and circumvent bacterial adaptation
[123]. However, the tremendous resistance of biofilms to
conventional antibiotic therapy—together with the risk of a
biofilm production induced by antibiotics themselves [124]—
has prompted a great deal of research on synthetic surfaces
and coatings that resist bacterial colonization. Several bio-
materials used in orthopedic surgery demonstrate varying
susceptibilities to infection because adhesion and growth
of infecting bacteria are controlled by biomaterial surface
properties like hydrophobicity [125] and roughness [125,
126]. Controlling the topography and hydrophobic properties
of materials surfaces is thus a way to influence bacterial
interaction with the surface and must be taken into account
when developing novel, anti-infective biomaterials [127, 128].
However, since bacterial adhesion is a very complex pro-
cess affected by many factors, such as bacterial and material
properties and environment, further studies are required
to understand the mechanisms of bacterial adhesion and
implant infection and to provide adequate methodologies to
prevent them from occurring. Future research must strive to
The Scientific World Journal 13
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better understand the pathogenesis of implant-related infec-
tions, with special attention to the alarming phenomenon of
antibiotic resistance [129]. Future investigations should also
focus on designing animal model systems to study in vivo-
grown biofilms and infections.
The potential applications of nanotechnology for diag-
nosis, prevention, and treatment of diseases are currently
very broad [129–132]. Nanostructured materials have been
repeatedly shown to be able of improving biomaterial-cells
interactions (e.g., osteointegration of bone implants or seed-
ing of endothelial cells on vascular scaffolds) in comparison
with the materials of the past [132–135]. Moreover, they
appear endowed with the potential to contrast biomaterials
infectability. Besides creativity and visionary power, practical
application of nanomedicine requires simple approaches and
systematic development. In this review, we have provided
an overview on some fascinating developments in the area
of nanomedical research and applications. Since the field is
currently expanding at a very fast pace, we could not describe
all aspects of current nanomedicine in detail. Our aim was
mainly to give a view of developments and research topics
in chemistry, biology, physics, and engineering that have the
potential to revolutionize clinical therapies and diagnostics.
Surface engineering based on nanostructured materials
offers a series of favorable features to contrast bacterial adhe-
sion and biofilm growth. It also represents a valid alternative
to classic antibiotic therapies or to antimicrobial-coated
or -loaded biomaterials. Surface engineering, by acting on
the nanotopology, reduces the area available for bacterial
attachment or generates superhydrophobic surfaces. Nanos-
tructured surfaces have been shown to be capable of altering
the 3D conformation of adsorbed proteins and this could
potentially have an effect also on host adhesins filming the
biomaterial surfaces, thwarting the MSCRAMM-dependent
bacterial adhesion. Many approaches of surfaces engineer-
ing are being proposed, all aimed at contrasting bacterial
adhesion, each exhibiting some antiadhesive feature [7]. The
identification of the most effective anti-infective solutions
will require evidence-based data, obtained from multicenter
clinical trials, together with appropriately designed and well-
structured international registers. In the absence of these
evidence-based data, even if myriads of new technologies
will be introduced, the evaluation of antiadhesive nanoengi-
neered biomaterial surfaces could run anyway the risk of
remaining an uncertain matter as it is not robustly supported
by reliable data [7].
Conflict of Interests
None of the authors has any conflict of interests to disclose.
Acknowledgments
Livia Visai would like to acknowledge financial support
from MIUR, PRIN 2010-2011 Project entitled “Nanomed”
(2010FPTBSH 009). Elena Fortunati is the recipient of the
fellowship “L’Oreal Italia per le Donne e la Scienza 2012”
for the Project “Design, Development, and Characterization
of Nanostructured Biomaterials Capable of Modulating the
Response and Differentiation of Stem Cells.” This study
was also supported by the Istituto Nazionale Biostrutture e
Biosistemi.Thanks are also due to Professor LucioMontanaro
(Rizzoli Orthopaedic Institute) for critical reading of the
paper. Carla Renata Aricola would like to acknowledge the
financial support from “5 per Mille” Grants for Health
Research to theRizzoliOrthopedic Institute of Bologna, Italy.
References
[1] J. P. Burke, “Infection control-a problem for patient safety,”New
England Journal of Medicine, vol. 348, no. 7, pp. 651–656, 2003.
[2] G. J. Gabriel, A. Som, A. E. Madkour, T. Eren, and G. N. Tew,
“Infectious disease: connecting innate immunity to biocidal
polymers,”Materials Science and Engineering R: Reports, vol. 57,
no. 1–6, pp. 28–64, 2007.
[3] P. V. Giannoudis, J. Parker, and M. H. Wilcox, “Methicillin-
resistant Staphylococcus aureus in trauma and orthopaedic
practice,” Journal of Bone and Joint Surgery B, vol. 87, no. 6, pp.
749–754, 2005.
[4] E.-R. Kenawy, S. D. Worley, and R. Broughton, “The chemistry
and applications of antimicrobial polymers: a state-of-the-art
review,” Biomacromolecules, vol. 8, no. 5, pp. 1359–1384, 2007.
[5] I. Uc¸kay, P. Hoffmeyer, D. Lew, andD. Pittet, “Prevention of sur-
gical site infections in orthopaedic surgery and bone trauma:
state-of-the-art update,” Journal ofHospital Infection, vol. 84, no.
1, pp. 5–12, 2013.
[6] C. R. Arciola, D. Campoccia, P. Speziale, L. Montanaro, and
J. W. Costerton, “Biofilm formation in Staphylococcus implant
infections. A review ofmolecular mechanisms and implications
for biofilm-resistant materials,” Biomaterials, vol. 33, no. 26, pp.
5967–5982, 2012.
[7] D. Campoccia, L. Montanaro, and C. R. Arciola, “A review of
the biomaterials technologies for infection-resistant surfaces,”
Biomaterials, vol. 34, no. 34, pp. 8533–8554, 2013.
[8] W. Lv, J. Luo, Y. Deng, and Y. Sun, “Biomaterials immobilized
with chitosan for rechargeable antimicrobial drug delivery,”
Journal of Biomedical Materials Research A, vol. 101, no. 2, pp.
447–455, 2013.
[9] K. Anselme, P. Davidson, A.M. Popa,M. Giazzon,M. Liley, and
L. Ploux, “The interaction of cells and bacteria with surfaces
structured at the nanometre scale,” Acta Biomaterialia, vol. 6,
no. 10, pp. 3824–3846, 2010.
[10] I. Armentano, M. Dottori, E. Fortunati, S. Mattioli, and J. M.
Kenny, “Biodegradable polymer matrix nanocomposites for
tissue engineering: a review,” Polymer Degradation and Stability,
vol. 95, no. 11, pp. 2126–2146, 2010.
[11] E. Fortunati, S. Mattioli, L. Visai et al., “Combined effects of
Ag nanoparticles and oxygen plasma treatment on PLGA mor-
phological, chemical, and antibacterial properties,” Biomacro-
molecules, vol. 14, no. 3, pp. 626–636, 2013.
[12] A. Azam, A. S. Ahmed, M. Oves, M. S. Khan, S. S. Habib, and
A. Memic, “Antimicrobial activity of metal oxide nanoparticles
against Gram-positive and Gram-negative bacteria: a compar-
ative study,” International Journal of Nanomedicine, vol. 7, pp.
6003–6009, 2012.
The Scientific World Journal 15
[13] G. Appierot, A. Lipovsky, R. Dror et al., “Enhanced antibac-
terial actiwity of nanocrystalline ZnO due to increased ROS-
mediated cell injury,”Advanced FunctionalMaterials, vol. 19, no.
6, pp. 842–852, 2009.
[14] N. C. Cady, J. L. Behnke, and A. D. Strickland, “Copper-based
nanostructured coatings on natural cellulose: nanocompos-
ites exhibiting rapid and efficient inhibition of a multi-drug
resistant wound pathogen, A. baumannii, and mammalian cell
biocompatibility in vitro,” Advanced Functional Materials, vol.
21, no. 13, pp. 2506–2514, 2011.
[15] A. Curtis and C. Wilkinson, “Nantotechniques and approaches
in biotechnology,” Trends in Biotechnology, vol. 19, no. 3, pp. 97–
101, 2001.
[16] E. Fortunati, F. Luzi, D. Puglia et al., “Ternary PVA nanocom-
posites containing cellulose nanocrystals from different sources
and silver particles: Part II,” Carbohydrate Polymers, vol. 97, no.
2, pp. 837–848, 2013.
[17] D. R. Paul and L.M. Robeson, “Polymer nanotechnology: nano-
composites,” Polymer, vol. 49, no. 15, pp. 3187–3204, 2008.
[18] S. Cheruthazhekatt, M. Cˇerna´k, P. Slavı´cˇek, and J. Havel, “Gas
plasmas and plasmamodifiedmaterials in medicine,” Journal of
Applied Biomedicine, vol. 8, no. 2, pp. 55–66, 2010.
[19] H. Alexander, J. M. Anderson, R. W. Bianco, J. B. Brunski, T. M.
S. Chang, and A. Colas, “Host reactions to biomaterials and
their evaluation,” in Biomaterials Science, B. D. Ratner, A. S.
Hoffman, F. J. Schoen, and J. E. Lemons, Eds., ElsevierAcademic
Press, London, UK, 3rd edition, 2013.
[20] H. C. Yun, R. E. Kreft, M. A. Castillo et al., “Comparison of
PCR/electron spray ionization-time-of-flight-mass spectrome-
try versus traditional clinical microbiology for active surveil-
lance of organisms contaminating high-use surfaces in a burn
intensive care unit, an orthopedicward andhealthcareworkers,”
BMC Infectious Diseases, vol. 12, p. 252, 2012.
[21] C. R. Arciola, L. Montanaro, and J. W. Costerton, “New trends
in diagnosis and control strategies for implant infections,” Inter-
national Journal of Artificial Organs, vol. 34, no. 9, pp. 727–736,
2011.
[22] K. Vacheethasanee, J. S. Temenoff, J. M. Higashi et al., “Bacterial
surface properties of clinically isolated Staphylococcus epider-
midis strains determine adhesion on polyethylene,” Journal of
Biomedical Materials Research, vol. 42, no. 3, pp. 425–432, 1998.
[23] Y. H. An and R. J. Friedman, “Concise review of mechanisms of
bacterial adhesion to biomaterial surfaces,” Journal of Biomedi-
cal Materials Research, vol. 43, no. 3, pp. 338–348, 1998.
[24] Y. H. An, R. J. Friedman, R. A. Draughn, E. A. Smith, J. H.
Nicholson, and J. F. John, “Rapid quantification of staphylococci
adhered to titanium surfaces using image analyzed epifluores-
cence microscopy,” Journal of Microbiological Methods, vol. 24,
no. 1, pp. 29–40, 1995.
[25] F. Costa, I. F. Carvalho, R. C. Montelaro, P. Gomes, and M. C.
L. Martins, “Covalent immobilization of antimicrobial peptides
(AMPs) onto biomaterial surfaces,” Acta Biomaterialia, vol. 7,
no. 4, pp. 1431–1440, 2011.
[26] C. I. Extremina, A. F. D. Fonseca, P. L. Granja, andA. P. Fonseca,
“Anti-adhesion and antiproliferative cellulose triacetate mem-
brane for prevention of biomaterial-centred infections associ-
ated with Staphylococcus epidermidis,” International Journal of
Antimicrobial Agents, vol. 35, supplement 2, pp. S164–S168, 2010.
[27] A. P. Fonseca, P. L. Granja, J. A. Nogueira, D. R. Oliveira, andM.
A. Barbosa, “Staphylococcus epidermidis RP62A adhesion to
chemically modified cellulose derivatives,” Journal of Materials
Science: Materials in Medicine, vol. 12, no. 6, pp. 543–548, 2001.
[28] A. P. Fonseca, C. Extremina, A. F. Fonseca, and J. C. Sousa,
“Effect of subinhibitory concentration of piperacillin/tazobac-
tam on Pseudomonas aeruginosa,” Journal of Medical Microbi-
ology, vol. 53, no. 9, pp. 903–910, 2004.
[29] M. Ueshima, S. Tanaka, S. Nakamura, and K. Yamashita,
“Manipulation of bacterial adhesion and proliferation by sur-
face charges of electrically polarized hydroxyapatite,” Journal of
Biomedical Materials Research, vol. 60, no. 4, pp. 578–584, 2002.
[30] K. C. Popat, M. Eltgroth, T. J. LaTempa, C. A. Grimes, and T.
A. Desai, “Decreased Staphylococcus epidermis adhesion and
increased osteoblast functionality on antibiotic-loaded titania
nanotubes,” Biomaterials, vol. 28, no. 32, pp. 4880–4888, 2007.
[31] M. Katsikogianni and Y. F. Missirlis, “Concise review of mecha-
nisms of bacterial adhesion to biomaterials and of techniques
used in estimating bacteria-material interactions,” European
Cells and Materials, vol. 8, pp. 37–57, 2004.
[32] M. Ribeiro, F. J. Monteiro, andM. P. Ferraz, “Infection of ortho-
pedic implants with emphasis on bacterial adhesion process and
techniques used in studying bacterial-material interactions,”
Biomatter, vol. 2, no. 4, pp. 176–194, 2012.
[33] B. Gottenbos, H. J. Busscher, H. C. Van Der Mei, and P. Nieuw-
enhuis, “Pathogenesis and prevention of biomaterial centered
infections,” Journal of Materials Science: Materials in Medicine,
vol. 13, no. 8, pp. 717–722, 2002.
[34] E. M. Hetrick and M. H. Schoenfisch, “Reducing implant-
related infections: active release strategies,” Chemical Society
Reviews, vol. 35, no. 9, pp. 780–789, 2006.
[35] A. M. Krachler and K. Orth, “Targeting the bacteria-host inter-
face strategies in anti-adhesion therapy,” Virulence, vol. 4, no. 4,
pp. 284–294, 2013.
[36] D. Joh, E. R. Wann, B. Kreikemeyer, P. Speziale, and M. Ho¨o¨k,
“Role of fibronectin-binding MSCRAMMs in bacterial adher-
ence and entry into mammalian cells,” Matrix Biology, vol. 18,
no. 3, pp. 211–223, 1999.
[37] T. J. Foster and M. Ho¨o¨k, “Surface protein adhesins of Staphy-
lococcus aureus,” Trends inMicrobiology, vol. 6, no. 12, pp. 484–
488, 1998.
[38] C. R. Arciola, Y. H. An, D. Campoccia, M. E. Donati, and L.
Montanaro, “Etiology of implant orthopedic infections: a sur-
vey on 1027 clinical isolates,” International Journal of Artificial
Organs, vol. 28, no. 11, pp. 1091–1100, 2005.
[39] L. Montanaro, A. Poggi, L. Visai et al., “Extracellular DNA in
biofilms,” International Journal of Artificial Organs, vol. 34, no.
9, pp. 824–831, 2011.
[40] P. Speziale, L. Visai, S. Rindi, G. Pietrocola, G. Provenza, andM.
Provenzano, “Prevention and treatment of Staphylococcus bio-
films,” Current Medicinal Chemistry, vol. 15, no. 30, pp. 3185–
3195, 2008.
[41] H. Atalla, C. Gyles, and B. Mallard, “Staphylococcus aureus
small colony variants (SCVs) and their role in disease,” Animal
Health Research Reviews, vol. 12, no. 1, pp. 33–45, 2011.
[42] L. Hall-Stoodley and P. Stoodley, “Evolving concepts in biofilm
infections,” Cellular Microbiology, vol. 11, no. 7, pp. 1034–1043,
2009.
[43] K. Lewis, “Persister cells,” Annual Review of Microbiology, vol.
64, pp. 357–372, 2010.
[44] S. Daddi Oubekka, R. Briandet, M.-P. Fontaine-Aupart, and K.
Steenkeste, “Correlative time-resolved fluorescencemicroscopy
to assess antibiotic diffusion-reaction in biofilms,”Antimicrobial
Agents and Chemotherapy, vol. 56, no. 6, pp. 3349–3358, 2012.
16 The Scientific World Journal
[45] J. A. Haagensen, M. Klausen, R. K. Ernst et al., “Differentiation
and distribution of colistin- and sodium dodecyl sulfate-toler-
ant cells in Pseudomonas aeruginosa biofilms,” Journal of Bac-
teriology, vol. 189, no. 1, pp. 28–37, 2007.
[46] D. Campoccia, L. Montanaro, and C. R. Arciola, “The signifi-
cance of infection related to orthopedic devices and issues of
antibiotic resistance,” Biomaterials, vol. 27, no. 11, pp. 2331–2339,
2006.
[47] X. Shi, B. Sitharaman, Q. P. Pham et al., “Fabrication of porous
ultra-short single-walled carbonnanotube nanocomposite scaf-
folds for bone tissue engineering,” Biomaterials, vol. 28, no. 28,
pp. 4078–4090, 2007.
[48] K. Kavitha, S. Sutha, M. Prabhu, V. Rajendran, and T. Jayaku-
mar, “In situ synthesized novel biocompatible titania-chitosan
nanocomposites with high surface area and antibacterial activ-
ity,” Carbohydrate Polymers, vol. 93, no. 2, pp. 731–739, 2013.
[49] L. V. Trandafilovic´, D. K. Bozˇanic´, S. Dimitrijevic´-Brankovic´, A.
S. Luyt, and V. Djokovic´, “Fabrication and antibacterial proper-
ties of ZnO-alginate nanocomposites,” Carbohydrate Polymers,
vol. 88, no. 1, pp. 263–269, 2012.
[50] E. Fortunati, I. Armentano, Q. Zhou et al., “Multifunctional bio-
nanocomposite films of poly(lactic acid), cellulose nanocrystals
and silver nanoparticles,” Carbohydrate Polymers, vol. 87, no. 2,
pp. 1596–1605, 2012.
[51] B. Jia, Y. Mei, L. Cheng, J. Zhou, and L. Zhang, “Preparation of
copper nanoparticles coated cellulose films with antibacterial
properties through one-step reduction,” ACS Applied Materials
and Interfaces, vol. 4, no. 6, pp. 2897–2902, 2012.
[52] V. K. Sharma, R. A. Yngard, and Y. Lin, “Silver nanoparticles:
green synthesis and their antimicrobial activities,” Advances in
Colloid and Interface Science, vol. 145, no. 1-2, pp. 83–96, 2009.
[53] A. Mikolay, S. Huggett, L. Tikana, G. Grass, J. Braun, and D.
H. Nies, “Survival of bacteria on metallic copper surfaces in a
hospital trial,” Applied Microbiology and Biotechnology, vol. 87,
no. 5, pp. 1875–1879, 2010.
[54] C. Radheshkumar and H. Mu¨nstedt, “Antimicrobial polymers
from polypropylene/silver composites-Ag+ release measured
by anode stripping voltammetry,” Reactive and Functional
Polymers, vol. 66, no. 7, pp. 780–788, 2006.
[55] C. Radheshkumar and H. Mu¨nstedt, “Morphology and
mechanical properties of antimicrobial polyamide/silver
composites,”Materials Letters, vol. 59, no. 14-15, pp. 1949–1953,
2005.
[56] V. Sedlarik, “Antimicrobial modifications of polymers,” in
Biodegradation-Life of Science, R. Chamy and F. Rosenkranz,
Eds., pp. 187–204, InTech, Hampshire, UK, 2013, http://www
.intechopen.com/books/biodegradation-life-of-science/anti-
microbial-modifications-of-polymers.
[57] S. Rinaldi, E. Fortunati, M. Taddei, J. M. Kenny, I. Armentano,
and L. Latterini, “Integrated PLGA-Ag nanocomposite systems
to control the degradation rate and antibacterial properties,”
Journal of Applied Polymer Science, vol. 130, no. 2, pp. 1185–1193,
2013.
[58] I. Armentano, E. Fortunati, L. Latterini et al., “Biodegradable
PLGA matrix nanocomposite with silver nanoparticles: mate-
rial properties and bacteria activity,” Journal of Nanostructured
Polymers and Nanocomposites, vol. 6, no. 4, pp. 110–118, 2010.
[59] M. Raffi, S. Mehrwan, T.M. Bhatti et al., “Investigations into the
antibacterial behavior of copper nanoparticles against Escheri-
chia coli,” Annals of Microbiology, vol. 60, no. 1, pp. 75–80, 2010.
[60] A. Dorfman, N. Kumar, and J. Hahm, “Nanoscale ZnO-
enhanced fluorescence detection of protein interactions,”
Advanced Materials, vol. 18, no. 20, pp. 2685–2690, 2006.
[61] X. Xu, Q. Yang, J. Bai, T. Lu, Y. Li, and X. Jing, “Fabrication of
biodegradable electrospun poly(L-lactide-co-glycolide) fibers
with antimicrobial nanosilver particles,” Journal of Nanoscience
and Nanotechnology, vol. 8, no. 10, pp. 5066–5070, 2008.
[62] E. Fortunati, L. Latterini, S. Rinaldi, J. M. Kenny, and I.
Armentano, “PLGA/Ag nanocomposites: in vitro degradation
study and silver ion release,” Journal of Materials Science:
Materials in Medicine, vol. 22, no. 12, pp. 2735–2744, 2011.
[63] X. Xu, Q. Yang, Y. Wang, H. Yu, X. Chen, and X. Jing, “Bio-
degradable electrospun poly(l-lactide) fibers containing anti-
bacterial silver nanoparticles,” European Polymer Journal, vol.
42, no. 9, pp. 2081–2087, 2006.
[64] A.Dural Erem,G.Ozcan,H.HErem, andM. Skrifvars, “Antimi-
crobial activity of poly(L-lactide acid)/silver nanocomposite
fibers,” Textile Research Journal, 2013.
[65] I. Armentano, E. Fortunati, L. Latterini et al., “Biodegradable
PLGA matrix nanocomposite with silver nanoparticles: mate-
rial properties and bacteria activity,” Journal of Nanostructured
Polymers and Nanocomposites, vol. 6, no. 4, pp. 110–117, 2010.
[66] E. Fortunati, I. Armentano, A. Iannoni et al., “New multifunc-
tional poly(lactide acid) composites: mechanical, antibacterial,
and degradation properties,” Journal of Applied Polymer Science,
vol. 124, no. 1, pp. 87–98, 2012.
[67] E. Fortunati, F. D’Angelo, S. Martino, A. Orlacchio, J. M. Kenny,
and I. Armentano, “Carbon nanotubes and silver nanoparticles
for multifunctional conductive biopolymer composites,” Car-
bon, vol. 49, no. 7, pp. 2370–2379, 2011.
[68] E. Barth, Q. M. Myrvik, W. Wagner, and A. G. Gristina, “In
vitro and in vivo comparative colonization of Staphylococcus
aureus and Staphylococcus epidermidis on orthopaedic implant
materials,” Biomaterials, vol. 10, no. 5, pp. 325–328, 1989.
[69] K. A. Khalil, H. Fouad, T. Elsarnagawy, and F. N. Almajhdi,
“Preparation and characterization of electrospun PLGA/silver
composite nanofibers for biomedical applications,” Interna-
tional Journal of Electrochemical Science, vol. 8, no. 3, pp. 3483–
3493, 2013.
[70] R. Nirmala, D. Kalpana, R. Navamathavan, Y. S. Lee, and H. Y.
Kim, “Preparation and characterizations of silver incorporated
polyurethane composite nanofibers via electrospinning for
biomedical applications,” Journal of Nanoscience and Nanotech-
nology, vol. 13, no. 7, pp. 4686–4693, 2013.
[71] W.-R. Li, X.-B. Xie, Q.-S. Shi, S.-S. Duan, Y.-S. Ouyang, and
Y.-B. Chen, “Antibacterial effect of silver nanoparticles on
Staphylococcus aureus,” BioMetals, vol. 24, no. 1, pp. 135–141,
2011.
[72] F. D’Angelo, I. Armentano, S. Mattioli et al., “Micropatterned
hydrogenated amorphous carbon guides mesenchymal stem
cells towards neuronal differentiation,” European Cells and
Materials, vol. 20, pp. 231–244, 2010.
[73] G. D. Liang, S. P. Bao, and S. C. Tjong, “Microstructure
and properties of polypropylene composites filled with silver
and carbon nanotube nanoparticles prepared by melt-com-
pounding,” Materials Science and Engineering B: Solid-State
Materials for Advanced Technology, vol. 142, no. 2-3, pp. 55–61,
2007.
[74] P. C. Ma, B. Z. Tang, and J. Kim, “Effect of CNT decoration with
silver nanoparticles on electrical conductivity of CNT-polymer
composites,” Carbon, vol. 46, no. 11, pp. 1497–1505, 2008.
The Scientific World Journal 17
[75] V. C. S. Chandrasekaran, S. G. Advani, andM. H. Santare, “Role
of processing on interlaminar shear strength enhancement of
epoxy/glass fiber/multi-walled carbon nanotube hybrid com-
posites,” Carbon, vol. 48, no. 13, pp. 3692–3699, 2010.
[76] L. Han, W.Wu, F. L. Kirk et al., “A direct route toward assembly
of nanoparticle-carbon nanotube composite materials,” Lang-
muir, vol. 20, no. 14, pp. 6019–6025, 2004.
[77] B. M. Quinn, C. Dekker, and S. G. Lemay, “Electrodeposition of
noble metal nanoparticles on carbon nanotubes,” Journal of the
American Chemical Society, vol. 127, no. 17, pp. 6146–6147, 2005.
[78] K. Y. Lee, M. Kim, J. Hahn et al., “Assembly of metal nano-
particle-carbon nanotube composite materials at the liquid/liq-
uid interface,” Langmuir, vol. 22, no. 4, pp. 1817–1821, 2006.
[79] E. W. McAllister, L. C. Carey, P. G. Brady, R. Heller, and S. G.
Kovacs, “The role of polymeric surface smoothness of biliary
stents in bacterial adherence, biofilm deposition, and stent
occlusion,” Gastrointestinal Endoscopy, vol. 39, no. 3, pp. 422–
425, 1993.
[80] A. Star, V. Joshi, S. Skarupo, D. Thomas, and J. P. Gabriel, “Gas
sensor array based onmetal-decorated carbonnanotubes,” Jour-
nal of Physical Chemistry B, vol. 110, no. 42, pp. 21014–21020,
2006.
[81] D. Rana and T.Matsuura, “Surfacemodifications for antifouling
membranes,” Chemical Reviews, vol. 110, no. 4, pp. 2448–2471,
2010.
[82] C. Piccirillo, S. Perni, J. Gil-Thomas et al., “Antimicrobial activ-
ity of methylene blue and toluidine blue O covalently bound
to a modified silicone polymer surface,” Journal of Materials
Chemistry, vol. 19, no. 34, pp. 6167–6171, 2009.
[83] G.Gozzelino, A.G.Dell’Aquila, andD. Romero, “Hygienic coat-
ings by UV curing of diacrylic oligomers with added triclosan,”
Journal of Coatings Technology Research, vol. 7, no. 2, pp. 167–173,
2010.
[84] C. Alvarez-Lorenzo, E. Bucio, G. Burillo, and A. Concheiro,
“Medical devices modified at the surface by 𝛾-ray grafting for
drug loading and delivery,” Expert Opinion on Drug Delivery,
vol. 7, no. 2, pp. 173–185, 2010.
[85] Y.Wan, X. Qu, J. Lu et al., “Characterization of surface property
of poly(lactide-co-glycolide) after oxygen plasma treatment,”
Biomaterials, vol. 25, no. 19, pp. 4777–4783, 2004.
[86] S. H. North, E. H. Lock, C. J. Cooper, J. B. Franek, C. R.
Taitt, and S. G. Walton, “Plasma-based surface modification
of polystyrene microtiter plates for covalent immobilization of
biomolecules,” ACS Applied Materials and Interfaces, vol. 2, no.
10, pp. 2884–2891, 2010.
[87] K. Asanovic´, T. Mihailovic´, P. Sˇkundric´, and L. Simovic´, “Some
properties of antimicrobial coated knitted textile material eval-
uation,” Textile Research Journal, vol. 80, no. 16, pp. 1665–1674,
2010.
[88] H.-J. Tseng, S.-H. Hsu, M.-W. Wu, T.-H. Hsueh, and P.-C. Tu,
“Nylon textiles grafted with chitosan by open air plasma and
their antimicrobial effect,” Fibers and Polymers, vol. 10, no. 1, pp.
53–59, 2009.
[89] S. N. Jampala,M. Sarmadi, E. B. Somers, A. C. L.Wong, and F. S.
Denes, “Plasma-enhanced synthesis of bactericidal quaternary
ammonium thin layers on stainless steel and cellulose surfaces,”
Langmuir, vol. 24, no. 16, pp. 8583–8591, 2008.
[90] E. S. Abdou, S. S. Elkholy, M. Z. Elsabee, and E. Mohamed,
“Improved antimicrobial activity of polypropylene and cotton
nonwoven fabrics by surface treatment and modification with
chitosan,” Journal of Applied Polymer Science, vol. 108, no. 4, pp.
2290–2296, 2008.
[91] W. Zhang, Y. Zhang, J. Ji, Q. Yan, A. Huang, and P. K. Chu,
“Antimicrobial polyethylene with controlled copper release,”
Journal of Biomedical Materials Research A, vol. 83, no. 3, pp.
838–844, 2007.
[92] W. Zhang, P. K. Chu, J. Ji, Y. Zhang, R. K. Y. Fu, and Q. Yan,
“Antibacterial properties of plasma-modified and triclosan or
bronopol coated polyethylene,” Polymer, vol. 47, no. 3, pp. 931–
936, 2006.
[93] C. H. Ho, E. K. Odermatt, I. Berndt, and J. C. Tiller, “Long-
term active antimicrobial coatings for surgical sutures based on
silver nanoparticles and hyperbranched polylysine,” Journal of
Biomaterials Science, Polymer Edition, vol. 24, no. 13, pp. 1589–
1600, 2013.
[94] R. O. Darouiche, I. I. Raad, S. O. Heard et al., “A comparison of
two antimicrobial-impregnated central venous catheters,” New
England Journal of Medicine, vol. 340, no. 1, pp. 1–8, 1999.
[95] T. Herna´ndez-Richter, H. M. Schardey, F. Wittmann et al.,
“Rifampin and triclosan but not silver is effective in preventing
bacterial infection of vascular dacron graft material,” European
Journal of Vascular and Endovascular Surgery, vol. 26, no. 5, pp.
550–557, 2003.
[96] M. E. Falagas, K. Fragoulis, I. A. Bliziotis, and I. Chatzinikolaou,
“Rifampicin-impregnated central venous catheters: a meta-
analysis of randomized controlled trials,” Journal of Antimicro-
bial Chemotherapy, vol. 59, no. 3, pp. 359–369, 2007.
[97] K. Halton and N. Graves, “Economic evaluation and catheter-
related bloodstream infections,” Emerging Infectious Diseases,
vol. 13, no. 6, pp. 815–823, 2007.
[98] K. A. Halton, D. Cook, D. L. Paterson, N. Safdar, and N. Graves,
“Cost-effectiveness of a central venous catheter care bundle,”
PLoS ONE, vol. 5, no. 9, Article ID e12815, pp. 1–11, 2010.
[99] Y. H. An and R. J. Friedman, “Laboratory methods for studies
of bacterial adhesion,” Journal of Microbiological Methods, vol.
30, no. 2, pp. 141–152, 1997.
[100] Y. F. Missirlis and A. D. Spiliotis, “Assessment of techniques
used in calculating cell-material interactions,” Biomolecular
Engineering, vol. 19, no. 2-6, pp. 287–294, 2002.
[101] L. Visai, L. De Nardo, C. Punta et al., “Titanium oxide antibac-
terial surfaces in biomedical devices,” International Journal of
Artificial Organs, vol. 34, no. 9, pp. 929–946, 2011.
[102] D. Campoccia, I. Cangini, L. Selan et al., “An overview of the
methodological approach to the in vitro study of anti-infective
biomaterials,” International Journal of Artificial Organs, vol. 35,
no. 10, pp. 800–816, 2012.
[103] C. I. Extremina, L. Costa, A. I. Aguiar, L. Peixe, and A. P. Fon-
seca, “Optimization of processing conditions for the quantifica-
tion of enterococci biofilms using microtitre-plates,” Journal of
Microbiological Methods, vol. 84, no. 2, pp. 167–173, 2011.
[104] J. P. Ruparelia, A. K. Chatterjee, S. P. Duttagupta, and S.
Mukherji, “Strain specificity in antimicrobial activity of silver
and copper nanoparticles,” Acta Biomaterialia, vol. 4, no. 3, pp.
707–716, 2008.
[105] K.-Y. Yoon, J. Hoon Byeon, J.-H. Park, and J. Hwang, “Suscepti-
bility constants of Escherichia coli and Bacillus subtilis to silver
and copper nanoparticles,” Science of the Total Environment, vol.
373, no. 2-3, pp. 572–575, 2007.
[106] X. Wang, F. Yang, W. Yang, and X. Yang, “A study on the
antibacterial activity of one-dimensional ZnO nanowire arrays:
effects of the orientation and plane surface,” Chemical Commu-
nications, no. 42, pp. 4419–4421, 2007.
18 The Scientific World Journal
[107] L. K. Adams, D. Y. Lyon, and P. J. J. Alvarez, “Comparative eco-
toxicity of nanoscale TiO2, SiO2, and ZnO water suspensions,”
Water Research, vol. 40, no. 19, pp. 3527–3532, 2006.
[108] M. Heinlaan, A. Ivask, I. Blinova, H. Dubourguier, and A.
Kahru, “Toxicity of nanosized and bulk ZnO, CuO and TiO2
to bacteria Vibrio fischeri and crustaceans Daphnia magna and
Thamnocephalus platyurus,” Chemosphere, vol. 71, no. 7, pp.
1308–1316, 2008.
[109] K. Sunada, Y. Kikuchi, K. Hashimoto, and A. Fujishima, “Bac-
tericidal and detoxification effects of TiO2 thin film photocata-
lysts,” Environmental Science and Technology, vol. 32, no. 5, pp.
726–728, 1998.
[110] R. E. Hall, G. Bender, and R. E. Marquis, “Inhibitory and
cidal antimicrobial actions of electrically generated silver ions,”
Journal of Oral andMaxillofacial Surgery, vol. 45, no. 9, pp. 779–
784, 1987.
[111] M. Ip, S. L. Lui, V. K. M. Poon, I. Lung, and A. Burd, “Antimi-
crobial activities of silver dressings: an in vitro comparison,”
Journal of Medical Microbiology, vol. 55, no. 1, pp. 59–63, 2006.
[112] A.W. Bauer,W.M.Kirby, J. C. Sherris, andM. Turck, “Antibiotic
susceptibility testing by a standardized single disk method,”
American Journal of Clinical Pathology, vol. 45, no. 4, pp. 493–
496, 1966.
[113] M. Suwalsky, C. Schneider, H. D. Mansilla, and J. Kiwi,
“Evidence for the hydration effect at the semiconductor phos-
pholipid-bilayer interface by TiO2 photocatalysis,” Journal of
Photochemistry and Photobiology B: Biology, vol. 78, no. 3, pp.
253–258, 2005.
[114] V. A. Nadtochenko, A. G. Rincon, S. E. Stanca, and J. Kiwi,
“Dynamics of E. coli membrane cell peroxidation during TiO2
photocatalysis studied by ATR-FTIR spectroscopy and AFM
microscopy,” Journal of Photochemistry and Photobiology A:
Chemistry, vol. 169, no. 2, pp. 131–137, 2005.
[115] V. A. Nadtochenko, O. M. Sarkisov, V. V. Nikandrov, P. A.
Chubukov, and N. N. Denisov, “Inactivation of pathogenic
microorganisms in the photocatalytic process onnanosizedTiO
2 crystals,” Russian Journal of Physical Chemistry B, vol. 2, no. 1,
pp. 105–114, 2008.
[116] V. Nadtochenko, N. Denisov, O. Sarkisov, D. Gumy, C. Pulgarin,
and J. Kiwi, “Laser kinetic spectroscopy of the interfacial charge
transfer between membrane cell walls of E. coli and TiO2,”
Journal of Photochemistry and Photobiology A: Chemistry, vol.
181, no. 2-3, pp. 401–407, 2006.
[117] C. Hu, J. Guo, J. Qu, and X. Hu, “Photocatalytic degradation of
pathogenic bacteria with AgI/TiO2 under visible light irradia-
tion,” Langmuir, vol. 23, no. 9, pp. 4982–4987, 2007.
[118] M. Sharma, L. Visai, F. Bragheri, I. Cristiani, P. K. Gupta, and
P. Speziale, “Toluidine blue-mediated photodynamic effects on
staphylococcal biofilms,” Antimicrobial Agents and Chemother-
apy, vol. 52, no. 1, pp. 299–305, 2008.
[119] E. Saino,M. S. Sbarra, C. R. Arciola et al., “Photodynamic action
of Tri-meso (N-methyl-pyridyl), meso (N-tetradecyl-pyridyl)
porphine on Staphylococcus epidermidis biofilms grown on
Ti6Al4V alloy,” International Journal of Artificial Organs, vol. 33,
no. 9, pp. 636–645, 2010.
[120] L. Montanaro, P. Speziale, D. Campoccia et al., “Scenery of
Staphylococcus implant infections in orthopedics,” Future
Microbiology, vol. 6, no. 11, pp. 1329–1349, 2011.
[121] L.Montanaro, F. Testoni, A. Poggi, L. Visai, P. Speziale, andC. R.
Arciola, “Emerging pathogenetic mechanisms of the implantre-
lated osteomyelitis by Staphylococcus aureus,” International
Journal of Artificial Organs, vol. 34, no. 9, pp. 781–788, 2011.
[122] C. R. Arciola, G. M. Ha¨nsch, L. Visai et al., “Interactions of
staphylococci with osteoblasts and phagocytes in the pathogen-
esis of implant-associated osteomyelitis,” International Journal
of Artificial Organs, vol. 35, no. 10, pp. 713–726, 2012.
[123] S. Aslam and R. O. Darouiche, “Role of antibiofilm-anti-
microbial agents in controlling device-related infections,” Inter-
national Journal of Artificial Organs, vol. 34, no. 9, pp. 752–758,
2011.
[124] J. B. Kaplan, “Antibiotic-induced biofilm formation,” Interna-
tional Journal of Artificial Organs, vol. 34, no. 9, pp. 737–751,
2011.
[125] G. Legeay, F. Poncin-Epaillard, and C. R. Arciola, “New surfaces
with hydrophilic/hydrophobic characteristics in relations to
(no)bioadhesion,” International Journal of Artificial Organs, vol.
29, no. 4, pp. 453–461, 2006.
[126] C. R. Arciola, L. Montanaro, A.Moroni, M. Giordano, A. Pizzo-
ferrato, and M. E. Donati, “Hydroxyapatite-coated orthopaedic
screws as infection resistant materials: in vitro study,” Biomate-
rials, vol. 20, no. 4, pp. 323–327, 1999.
[127] A. Braem, L. Van Mellaert, T. Mattheys et al., “Staphylococ-
cal biofilm growth on smooth and porous titanium coatings
for biomedical applications,” Journal of Biomedical Materials
Research A, 2014.
[128] D. Campoccia, L. Montanaro, and C. R. Arciola, “A review of
the clinical implications of anti-infective biomaterials and
infection-resistant surfaces,” Biomaterials, vol. 34, no. 33, pp.
8018–8029, 2013.
[129] D. Campoccia, L. Montanaro, P. Speziale, and C. R. Arciola,
“Antibiotic-loaded biomaterials and the risks for the spread of
antibiotic resistance following their prophylactic and therapeu-
tic clinical use,”Biomaterials, vol. 31, no. 25, pp. 6363–6377, 2010.
[130] V. Uskokovic´, P. P. Lee, L. A. Walsh, K. E. Fischer, and T. A.
Desai, “PEGylated silicon nanowire coated silica microparticles
for drug delivery across intestinal epithelium,”Biomaterials, vol.
33, no. 5, pp. 1663–1672, 2012.
[131] Y. Li, C. Yang, M. Khan et al., “Nanostructured PEG-based
hydrogels with tunable physical properties for gene delivery to
human mesenchymal stem cells,” Biomaterials, vol. 33, no. 27,
pp. 6533–6541, 2012.
[132] B. Yavuz, S. B. Pehlivan, andN.Unlu¨, “Dendrimeric systems and
their applications in ocular drug delivery,” The Scientific World
Journal, vol. 2013, Article ID 732340, 13 pages, 2013.
[133] R. E. McMahon, L. Wang, R. Skoracki, and A. B. Mathur,
“Development of nanomaterials for bone repair and regen-
eration,” Journal of Biomedical Materials Research B: Applied
biomaterials, vol. 101, no. 2, pp. 387–397, 2013.
[134] E. Cenni, D. Granchi, C. R. Arciola et al., “Adhesive protein
expression on endothelial cells after contact in vitro with poly-
ethylene terephthalate coated with pyrolytic carbon,” Biomate-
rials, vol. 16, no. 16, pp. 1223–1227, 1995.
[135] M. I. Santos, K. Tuzlakoglu, S. Fuchs et al., “Endothelial cell
colonization and angiogenic potential of combined nano- and
micro-fibrous scaffolds for bone tissue engineering,” Biomateri-
als, vol. 29, no. 32, pp. 4306–4313, 2008.
Submit your manuscripts at
http://www.hindawi.com
Scientifica
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Corrosion
International Journal of
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Polymer Science
International Journal of
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Ceramics
Journal of
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Composites
Journal of
Nanoparticles
Journal of
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
International Journal of
Biomaterials
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Nanoscience
Journal of
Textiles
Hindawi Publishing Corporation 
http://www.hindawi.com Volume 2014
Journal of
Nanotechnology
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Journal of
Crystallography
Journal of
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
The Scientific 
World Journal
Hindawi Publishing Corporation 
http://www.hindawi.com Volume 2014
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Coatings
Journal of
Advances in 
Materials Science and Engineering
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
 Smart Materials 
Research
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Metallurgy
Journal of
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
BioMed 
Research International
Materials
Journal of
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
N
an
om
at
er
ia
ls
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Journal ofNanomaterials
